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Important Information

Intended Use
The Universal Input Unit is designed for research, investiga-
tional and scholarship purposes only.  Delsys® products are not
intended for measurement purposes or for use in the treatment
and diagnosis of humans. 

Technical Service and Support
For information and assistance visit our web site at:
www.delsys.com

Contact us at:
E-mail: support@delsys.com
tel: (617) 236 0599
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2.  Selecting the Input Signals
There is a slide switch next to each BNC connector that allows
the user to specify which input signal for each channel is routed
to the output.  If the switch is set to “EMG”, then the signal from
that channel of the EMG System Input is routed to the output.  If
the switch is set to “AUX”, then the signal from that BNC Aux-
iliary Input is routed to the output.

3.  Connecting Output Signals to a Data Acquisition System

A/D System Output
A 68-pin connector provides a direct connection to National
InstrumentsTM 68-pin A/D cards.  This connector is labeled “A/
D System” and is located on the rear of the UIU.

Figure 4.  “A/D System” Output
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Additional Features

Terminal Block
The terminal block provides access to the 16 analog outputs of
the UIU individually.  This provides the option of using discrete
wires to connect to an A/D screw terminal if necessary.  The
pinout for the terminal block connector is labeled on the back
panel of the UIU.

Figure 5.  Terminal Block.  Functions marked with * are only available 
with “E” series A/D cards. 

If the UIU is connected directly to a National Instrument A/D
card via the 68-pin connector, the other features of the A/D card
listed in the table above are available through the terminal block.

USE CAUTION if accessing any of the additional A/D Card
pins made available by the terminal block.

For a detailed description of the A/D card functions, please
refer to the National Instruments manual.

Label Description

CH 1-8 UIU Output for Channels 1-8

GND Analog Ground

CH 9-16 UIU Output for Channels 9-16

DIO 0-7* Digital I/O

DGND* Digital Ground

+V1* +5V from A/D Card

+V2 Not connected

-V1 Not connected

TRIGGER Trigger In (see trigger section)
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Trigger Connectors (Only with “E” and “M” Series A/D Cards)
The trigger connectors on the rear panel of the UIU allow the
user to utilize the triggering features of EMGworks® Data
Acquisition and Analysis Software and the National Instruments
A/D card.  The four trigger signals are:

Start In Starts data collection on a +5V rising edge
Stop In Ends data collection on a +5V rising edge
Start Out Outputs a +5V pulse once data collection is started
Stop Out Outputs a +5V pulse once data collection is stopped

The “Start In” function is available with EMGworks versions
2.0 and higher.  All of the trigger function are available in
EMGworks 3.0 and higher.

For a detailed description of the triggering capabilities of the
A/D card, please refer to the National Instruments manual.

The BNC and terminal block connectors offer the “Start In”
signal.  The LEMO connector offers all of the trigger functions.

Figure 6.  Trigger Connectors and LEMO Pinout. 
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LEMO Pin Signal NI Pin NI Function

1 (SPI) Stop In 42 PFI3

2 GND 67 GND

3 (SPO) Stop Out 11 PFI0

4 (STO) Start Out 49 P0.2

5 +5V 8,14 +5V

6 (STI) Start In 41 PFI4
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Specifications

Universal Input Unit

General

Dimensions 106.68mm x 205.74mm x 55.88mm

Material ABS-94HB

External Input Connectors 16 BNCs

EMG System Input Connector SCSI-68

A/D Connector SCSI-68

Electrical

Maximum Input Range +/- 5 V
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Component References

Part Description Part Number
Universal Input Unit Package

Universal Input Unit
Desktop A/D Cable
Universal Input Unit User’s Guide

DS-U01
SP-U01
DC-A08
PM-U01
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